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Table 4. Roles and Responsibilities

Role Responsibilities
Analyst  Performs the test method following the procedures described in this SOP.

 Completes documentation of the work performed and any deviations that occurred.
 Follows applicable departmental SOPs regarding safety, equipment use and 

documentation practices.
 Initiates LDRs.
 Notifies supervisor of any atypical events.

Supervisor or 
designee

 Reviews and signs documentation. 
 Ensures that analysts have been trained on appropriate SOPs.
 Ensures that equipment and instruments have been properly calibrated and maintained.
 Ensures LDRs are initiated and properly investigated.

7. SAFETY

 Biosafety level 2 precautions should be taken when handling human sera. For current 
guidelines refer to the CDC/NIH Biosafety in Microbiological and Biomedical 
Laboratories Manual (BMBL), 5th Ed., 2009: 
http://www.cdc.gov/biosafety/publications/bmbl5/index.htm.

 Personnel must be trained on current laboratory safety procedures and made aware of the 
Safety Data Sheets (SDS) for chemicals being used, before performing this procedure. 
For SDS information, refer to link at http:// .

 All laboratory work is to be carried out in compliance with Pfizer safety policies.  For 
general laboratory safety guidelines consult the Pearl River Environmental Health and 
Safety Laboratory Manual located at: 
http:/ .

Lab coats, safety glasses and disposable gloves must be worn at all times when handling 
human specimens.

8. MATERIALS/EQUIPMENT
All equipment and materials used in regulated testing must conform to current departmental 
guidelines for calibration, maintenance and qualification.

8.1. Equipment

 Bio-Plex Reader, Bio-Rad Cat. #  or equivalent

 Platform Shaker,  or equivalent

 Scientific freezers, -80°C ±15°C and -20°C -15/+5°C

 Scientific refrigerator, 2 to 8°C
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 (magnetic bead) plate washer or equivalent

 Alarm timer

 Single channel pipettes, various sizes

 Multi-channel pipettes, manual and electronic, various sizes

  Pipetting Device,  or equivalent

 Vortex mixer

 Nutating mixer

8.2. Materials





 96-well flat bottom opaque white plates,  or equivalent

 Polypropylene pipette tips, various sizes 

 Sterile disposable serological plastic pipettes, various sizes

 Disposable polypropylene tubes or containers, various sizes

 Disposable light protective amber polypropylene centrifuge tubes or containers, various 
sizes

 Aluminum sealing tape for 96 well plates

 Reagent Reservoirs, various sizes

 Polypropylene micro snap cap tubes

 Tube racks

 Magnetic separators

 Biohazardous waste receptacle

 Biohazard sharps waste containersO
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9.2.2. Manual Preparation of Dilution Plates

4. See Figure 1 for the Dilution Plate Diagram.

Figure 1. Dilution Plate Diagram

9.2.2.1. Reference Standard 
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9.2.2.2. Unknown Specimen and QCS

9.2.2.3. Samples Requiring Pre-dilutions
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9.2.2.4. Dilution Plate Completion

9.3. Preparation of Assay Plates
9.3.1. Robotic Preparation of Assay Plates
Refer to VR-SOP-LC-11186 for assay plate preparation using the  
Robot.  Continue to Section 9.4 to begin assay completion steps.

9.3.2. Manual Preparation of Assay Plates

9.4. Primary Incubation of RBD Coated Microspheres with Sera
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9.5. Preparation of  Plate Washer
1. Prepare  plate washer for use as described in VR-SOP-FE-10887.  Record the 

activities, as required, in the appropriate equipment logbook.

2. Ensure the Magnetic Bead Plate Adaptor is inserted for magnetic bead plate wash.

9.6.  Secondary Antibody Preparation and Incubation
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9.7. Assay Completion

9.8. Reading Assay Plates on the Bio-Plex  Instrument
1. Prepare the Bio-Plex reader for use as described in VR-SOP-FE-10111.  Record the 

activities, as required in the appropriate equipment logbook.
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9.9. Rereading of Assay Plates Due to Errors

6. Prepare assay plates for disposal by emptying the liquid off the plates.  Discard empty
assay plates in a Biohazard waste receptacle.

9.10. Electronic Documentation

 VR-TM-10294-FM01 is the assay completion worksheet used when sample preparation 
is performed either manually or by automated methods.  An assay completion worksheet 
is not required for fully electronic/paperless batches where metadata is recorded in LIMS.

 VR-TM-10294-FM02 is the manual sample preparation worksheet used when automated 
sample preparation is not performed.  An assay completion worksheet is not required for 
fully electronic/paperless batches where metadata is recorded in LIMS.
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10. INTERPRETATION OF RESULTS
A qualified data reviewer analyzes the data according to pre-specified acceptance criteria, as 
described in VR-SOP-LC-11120.

11. REFERENCES

Table 5. General References
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Table 6. Form References

Form Title
VR-TM-10294-FM01 Assay Completion Worksheet for SARS-CoV-2 RBD IgG dLIA
VR-TM-10294-FM02 Manual Sample Preparation Worksheet for SARS-CoV-2 RBD IgG dLIA
VR-SOP-LC-10601-FM14 Generic Luminex Assay Data Package Chain of Custody

Table 7. Specific References

Document Title
VR-SOP- LC-10222 Procedure for Making Sample Predilutions with  

Robot
VR-SOP-LC-10627 Preparation of Assay Buffers and Solutions for  Assays
VR-SOP-LC-11114 Data Review Procedures for Direct Luminex Immunoassays Using Input Files or 

LabWare v5 LIMS
VR-SOP-LC-11120 Data Review Procedures for Direct Luminex Immunoassays in LIMS v6.
VR-SOP-LC-11186 Running the Method Using  Robot
VR-SOP-LC-11190 Standard Operating Procedure for Running Predilute Sample Method using 

 Robot
VR-SOP-LC-11295 Preparation of and Evaluation of  Microspheres for use in Direct 

Luminex Assays
VR-RGR-RS-10747 Preparation of Reference Standard Serum and Quality Control Samples for 

SARS-CoV-2 S1 and RBD Direct Luminex Immunoassays
VR-SOP-FE-10111 Bio-Plex System Operation and Maintenance
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12. DOCUMENT VERSION MODIFICATIONS
12.1. CRIF Number: VR-CRIF-20-14620

Table 8. Detailed Changes

List detailed changes for document(s) 
Include section number(s) for each

List rationale for each change

New NA
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